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the bottle, until the solution of naphthalene picrate is
clear, or until all the free naphthalene has
the picric acid forming naphthalene picrate.
When absolutely clear the bottle k
bath   and  is now allowed   to  cool.    During ceo!ing the
bottle must be occasionally shaken to
thalene settling out on the side of the bottle.    After the
bottle has become quite cold, the whole of the
picrate \vrill crystallise out in fine                        crystals.
The contents of the bottle are                         250 c.c.
flask,  the  latter  filled  up to the
thoroughly shaken and filtered.    The first few c.c. of the
filtrate are rejected, as9 owing to the
some of the picric acid, they are weaker         the rest.
loo c.c. of the rest of the filtrate are now                  0.5
c.c. of the lacmold solution added,                             the
standard soda   solution   until the colour                to the
characteristic green.    The 50 cc. burette
apparatus is specially graduated on                  the
rected number of grains of naphthalene                       ft. is
read   off  direct,  but   only   when
quantities and strengths  of solution                       of
passed  (10  cub.  ft.) are adhered to.    The
obtained divided  07 tabular number           the
number of grains of naphthalene        zoo cub. ft
The meter supplied with this test is so                        it
can be used In cases where the pressure Is                       to
dri\re the gas through the bottles.    In this         the
pump is connected with the tube A on the
case and the water turned on.    Air or gas Is
from the space between the meter         the
which the meter outlet is in open                          as the
vacuum  rises, the mercury level           in the
limb of the tube B and falls In the                         this
tinning .until the level In the                            the
of the tube' c    As soon as this               air Is             Into
the meter case through the side         Df so        the